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The new measurement chain in progress for the SIR 
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R / C Integrator 
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SIR from 06/2000 to 12/2004 one set per month

New SIR measurements sets taken over 7 days in 2005

Relative deviation between the "old SIR mean" (for 4.5 years, from June 2000 to December 2004) and each set of 
10 measurements with this measurement chain and the new one. Radium source n° 4 and d V = 2 x 0.3 V and R  / C  = 5 kΩ / 10 μF 
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